0.1% EtOH
Lot # 05-07-100
Prepared 12/15/04

Mean
Std Dev

0.1003
0.1006
0.1003
0.1003
0.1003

0.1004
0.000134164

Expires 12/15/05
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Sample Name = CCS
Date Taken = 12/17/04 12:05:31 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BioodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
1 1.90 Ethanol 311461 0.0928 0.0757
2 2.69 t-Butanol 1159608 0.9910 0.8089
3 3.26 n-Propanol 1315520 1.0000 0.8162
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Calibration file = BloodAlcohol4.cal
Peak 'RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.90 Ethanol 312709 0.0922 0.0752
2 2.69 t-Butanol 1179950 0.9980 0.8146
3 3.27 n-Propanol 1329147 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.90 Ethanol 426489 0.1229 0.1003
2 2.69 t-Butanol 1214327 1.0037 0.8192
3 3.26 n-Propanol 1360170 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/N/OL Conversion
1 1.90 Ethanol 425072 0.1232 0.1006
2 2.70 t-Butanol 1204710 1.0019 0.8177
3 3.27 n-Propanol 1351857 1.0000 0.8162
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Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.90 Ethanol 430685 0.1229 0.1003
2 2.69 t-Butanol 1222577 1.0012 0.8171
3 3.26 n-Propanol 1372876 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.90 Ethanol 436917 0.1229 0.1003
2 2.69 t-Butanol 1251084 1.0095 0.8239
3 3.27 n-Propanol 1393347 1.0000 0.8162
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Number (min) Name % WT/VOL Conversion
1 1.90 Ethanol 439559 0.1229 0.1003
2 2.69 t-Butanol 1251240 1.0039 0.8194
3 3.26 n-Propanol 1401165 1.0000 0.8162
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Number (min) Name % WTNOL Conversion
1 1.90 Ethanol 328316 0.0916 0.0747
2 2.69 t-Butanol 1237588 0.9903 0.8082
3 3.27 n-Propanol 1405030 1.0000 0.8162
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1 1.90 Ethanol 318776 0.0937 0.0765
2 2.70 t-Butanol 1192062 1.0057 0.8209
3 3.27 n-Propanol 1332563 1.0000 0.8162
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